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Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: EM-61 Mark |1 . Outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/08
L1 {without object) ” T T WEEn 04T
Ch3 Acceptable range: 2.5
+2F Failure points: 0%
Mean . . 0.‘. .._-. — -- am wee e .o- - - ﬁ.o Ca¥ 4 oo
2t
1 I 1 Time->
18:06:56.27 18:07:40.76 18:08:26.25  18:09:09.74 18:09§54.23
L2 (with object) Mean: 220.98
Ch3 Acceptable range: 2.5
+4F Failure points: 6.19%
+2 -_ __________________
Mean|-
D
4 _'
1 1 i Time->
18:10:18.23  18:10:33.49 18:10:48.74 18:11:04.00  18:11119.26
T3(withoutobject) — — — — — — — ~Weanu63 ]
Ch3 Acceplable range: 2.5
+2F Failure points: 0%
Mean —--—----— -—-;- e — _; --"'_o - b.‘u-‘:—l_- -'—-«---=--- B T TaiRtE Rt
ok
i A e e S e e e ot it e AL
18:11:43.20 18:11:59.20 18:12:16.20 18:12:31.19

Database: d:\projects\ca06-192 mgrc\gpo\fieldimgre-gpo\E060807A.gdb

Line Name: L1 L2 L3

Page; 1




Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: EM-61 Mark |l @ outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/08
T13(withoutobjectfy “Mear: -0.049
Ch3 Acceptable range: 2.5
+2- Failure points: 0%

Mean I L " 1 .. L [ -‘-.PI;' ;3. I- u--—_amonu-u- g

" | 4 Time->

18:59:40.26  19:00:22.21 19:01:04.16  19:01:46.10

L14 (with object) Mean: 225.81
Ch3 Aco_ﬁptabla_ range: 2.5
G AREEn R ... - Lo L
+2F
Mean : v - i 1
| | J
el 3 |
4 L L L Ti
19:02:53.21 19:03:12.44 19:03:31.66  19:03:50.88  19:04}10.11
L15 (without object) Mean: 0.0033
Ch3 Acceplable range: 2.5
+21 Failure points: 0%
Meanf= = = = s mn Ll e e A i kot
2k

e e e e P e = [ T

19:04:45.09  19:05:02.34  19:05:19.59  19:05:36.83

Database: d:\projects\ca06-192 mgrc\gpolfieldimgre-gpo\E060807A.gdb
Line Name: L13 L14 L15 Page: 1
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Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: EM-61 Mark || . Outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/08
L1 {withoutobject) — — — — ~ Mean 016
Ch3 Acceptable range: 2.5
+2F Failure points: 0%

Mean| msmemsimmamee e

ok
L I L Time->
19:43:21.03  19:44.0648  19:44:51.93  19:45:37.38
L2 (with object) Mean; 298.54
Ch3 Acceptable range: 2.5
Fallure poin‘ﬁE%
+ok A
Mean — s
2k

| | | Time->
19:47:05.01 19:47:20.23 19:47:35 44 19:47:50.65
L3{withoutobject) " Mean'0.39)
Ch3 Acceptable range. 2.5
+2r Failure points: 0%
Meanj— - == smm mrms man memmem e e e e
ok

+ 4F N Time-»

19:48:26.03  19:48:4223  19:48:5844  19:49:14 64

Database: d:\projects\ca06-192 mgrc\gpolfield\mgre-gpo\E060807B.gdb
Line Name: L112L3 Page: 1




Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: EM-61 Mark Il ® Outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/08
L13 {without object) Mean: 2,09
Ch3 Acceptable range: 2.5
+2F Failure paints: 0%

Mear it on i it L e Wl M
ok
e s s S B Rt i B il s LT
20:34:10.93  20:34:58.88  20:35:46.83  20:36:34.78
D P

Failure peints: 97.7%

40 . " ' Time->
20:37.46,79  20:38:01.52  20:38:116.25  20:38:30.99

L15 (without object) T T Mean2.24

Ch3 Acceptable range: 2.5

+2r Failure points: 0%

Meant === = = == e e e

2+

e e e e e e e e T

20:39:.07.91 20:39:23.62  20:39:39.33  20:39:55.04

Database: d:\projects\ca06-192 mgrc\gpolfield\mgrc-gpo\E060807B.gdb
Line Name:; L13 L14 L15 Page: 1
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Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: EM-61 Mark || ® Outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/10
T1{withoutobjeet) — — ~— — ~— ~— ~— —Mean-0.37}
Ch3 Acceptable range: 2.5
+2r Failure points: 0%

Mean;;;.::..:;.-.;-. SOy , RSP Y L kil Tmadd o
2k
1 I 1 Time->
09:43:31.81 09:44:17.77 09450373  09:4549.69
L2 (with object) Mean: 304.08
Ch3a__ _ ________ Acceptablerange: 2.5
Fallure poinfs; D%
+2p
h‘lﬂﬂ“
2k

i Time->

09:47:06.84  09:47:21.80 09:47:3675 0947:51.70  09:48J06.66

L3 ({withoutobject) ~Mean.-0.44"

Ch3 Acceptable range: 2.5

+2r Failure poinls: 0%

Mean U Vel aloe T'J.—--';.-I_T-p'.'_--._:. i o
ok

- " — + — Time->

09:48:31.81 09:48:47.03  09:49:0224  09:49:17.45 09:49'32.6?

Database: d:\prgeitg\ca%d 92 mgre\gpolfield\mgre-gpo\EOB0907A.gdb

Line Name: L1 Page: 1




Static Calibration Test

AM test
Operator: Brian Hecker

Project: MGRC Geophysical Prove-out
Equipment: EM-61 Mark Il . Outside range
Grid/Location: Acceptable limits Date: 2007/06/10
L12 {without object) Mean: -0.44
Cha Acceptable range: 2.5
+2F Failure points; 0%
Mean s =2 S
-2
e N . -
10:05:15.80 10:06:02.51 10:06:49.22 10:07:35.94 10:08§22 65
L13 (with object) Mean: 312.32
ehd————————__ Acceptablerange: 2.5
Failure points: 0%
+2+
Mean
2k
1 1 1 Time->
10:08:52.64 10:09:10.13 10:09:27.63 10:09:45.12 10:10§02.62
T14 {without object) Mean: -0.68
Ch3 Acceptable range: 2.5
+2F Failure points: 0%
T T
2k
e e e = e Tt gl
10:10:20.80 10:10:36.52 10:10:52.24 10:11:07.97

Database: d:\projects\ca06-192 mgrc\gpo\field\mgrc-gpo\EOB0907A.gdb
Line Name: L12 L13 L14

Page: 1
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Static Calibration Test

Project: MGRC Geophysical Prove-out

Equipment: Magnetometers
Grid/Location:

. Qutside range
Acceptable limits

AM test
Operator: Brian Hecker
Date: 2007/06/10

*1FL1 {without object)
+0.8 | DIURNAL _1_cor

+0.6+
+0.4¢
+0.2

Mean{ e B LY L R

-0.2

-0.6r
-0.8¢

e ——

Mean: -46.1
Acceptable range: 1
Failure points: 0%

11:27:33.50  11:28:19.88

11:29:06.25

11:29:52.63

—

+1rL2 (with-object)

DIURNAL_1_cor
+0.8r

+0.61

0.4+

+0.2

Mean: -74.06
Acceptable range: 1
Failure points: 0%

Mean j=——

-0.2
0.4
0.6
-0.8¢

AE ; .

; Time->

11:31:02.00  11:31:19.00

11:31:36.00

11:31:53.00

TITL3 (without object) Wean: 54071

+0.8LDIURNAL_1_cor

+0.6F
+0.4f
+0.2f
MEan = = b -
0.2p
0.4F
0.6
0.8F

-1 1 1

L rmm m —  p w r

Acceptable range: 1
Failure points: 0%

" Time-=

11:32:44.80  11:32:58.85

11:33:12.90

11:33:26.95

Database: d:\projects\ca06-192 mgrc\gpo\field\mgre-gpo\M060907A1-All.gdb

Line Name: L1 L2 L3

Page: 1




Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: Magnetometers @ Outsiderange Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/10

+1Ft1 1 (without object) ; Mean: -50.92
+0,8-PIURNAL_1_cor Aol points, 0%
+0.6
+0.41
+0.2
Mean|s e« : S _.—'. NP

02F

0.6+
0.8k

AE [ [ [ Time-=

11:27:33.50 11:28:19.88 11:29:06.25 11:29:52.63

| L2.1 (with object) Mean: -67.64
DIURNAL_1_cor Acceplable range: 1

Failure peints; 0%

+

-

+0.8F
+0.6F
+04r
+0.21

Meanf— =TT T
0.2+
04f
0.6+
-0.8F

| | L Time->

11:31:02.00 11:31:19.00  11:31:36.00 11:31:53.00

+1FL3: A (withoutobject) - — — — — — — — Mean:47.88

Acceptable range: 1
+0.8 _DIURNAL_1_cor Failure points; 0%

+0.6F
+0.4pr
+0.2F
MeanPRRAL UMM b o A uuriiiba . Lk il
0.2+
-0.4f
-0.6F
0.8

A e e e e _Tima

11:32:44.80  11:32:58.85  11:3311290  11:33:26.95

Database: d:\projects\ca06-192 mgre\gpolfieldimgre-gpo\M060907A1-All.gdb
Line Name: L1.1 L2.1 L3.1 Page: 1




Static Calibration Test

Project: MGRC Geophysical Prove-out
Equipment: Magnetometers
Grid/Location:

@ Ousside range
Acceptable limits

AM test
Operator: Brian Hecker
Date: 2007/06/10

g3
+0.8
+0.6
+0.4
+0.2
Mean
0.2
04
0.6
-0.8
“

12:30:

"L88 (without object) — “Mean -53.57 |

Acceptable range: 1
LDIURNAL_1_cor Failure points: 0%

- L 1 1 Time->

59.20 12:31:48.87  12:32:38.55  12:33:28.23

+
+0.8
+0.6
+0.4
+0.2

-,

Mean
-0.2
04
06
08

4

12:35:

| L89 (withobject) ~ Mean: -65.93
DIURNAL_1_cor " Accaptable range: T |
Failure points: 0%

1060  12:35:3565  12:36:00.70 12:36:25.75

+1
+0.8
+0.6
+0.4
+0.2
Mean
0.2
04
0.6
-0.8
-1

"L90 (withoutobject)y ~— Mear: -49.55 |

Acceptable range: 1
LDRIRNAL 1 par Failure points: 0%

0L O o ettt Lo il im0 A SN o et

L : 4 e N __Time->

12:37:21.80  12:37:44.05 12:38:06.30 12:38:28.55

Database: d:\projects\caD6-192 mgrc\gpo\field\mgre-gpo\M060907A1-All.gdb

Line

Name: L88 L89 L90

Page: 1




Static Calibration Test

Project: MGRC Geophysical Prove-out
Equipment: Magnetometers
Grid/Location:

AM test
Operator: Brian Hecker
Date: 2007/06/10

@® oOutside range
Acceptable limits

+1
+0.8
+0.6
+0.4
+0.2

Mean|

-02
-04
06
0.8

-1

12:30:

CL88.1 (without object)

| DIURNAL_1_cor

——————— “tean 564

Acceplable range: 1
Failure peints: 0%

T Time->

59.20  12:31:48.87

12:32:38.55

12:33:28.23

+
+0.8
+0.6
+0.4
+0.2

-

L89.1 (with object)

"DIURNAL_1_cor

Mean: -85.58
—ActeptablaTange: 1]
Failure points: 0%

Mean T

-0.2¢:

-0.4
-0.6
-0.8

el

12:35:

1

| Time->

1060  12:35:35.65

12:36:00.70

12:36:25.75

+1
+0.8
+0.6
+0.4
+0.2
Mean
-0.2
-0.4
0.6
0.8
-1

FL90.1 (withoat object)

| DIURNAL_1_cor

B et T

¥

Acceptable range: 1
Failure points. 0%

et —— -

Time-=

12:37:21.80

12:37:44.05

12:38:06.30

12:38:28.55

Database: d:\projects\ca06-192 marc\gpo\fieldimgre-gpo\M060907A1-All.gdb
Line Name: L88.1 L89.1 L90.1

Page: 1
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Static Calibration Test

Project: MGRC Geophysical Prove-out
Equipment: Magnetometers @® Outside range
Grid/Location: Acceptable limits

AM test
Operator: Brian Hecker
Date: 2007/06/19

+'II:L‘I (without object) " Wean: -52.04°

Acceptable range: 1
+0.8 DIURNAL_1 Failure points: 0%
+0.61

+0.4F
+0.2F
Mean st SS o vommdli i T At e T
-0.2¢
0.4+
-0.6F
0.8k

A I I ! Time.>

14:42:23.50 14:43:24.00 14:44:24 50 14:45:25.00 14:46p25.50

RIUETCL - I——. |
ol — Failure points: 0%
+0.6F
+04F
+0.2|

v

Mean ) - ——
-0.2 W "M
-04
-0.6
0.8

_1.______._____._____..__
. . ! Time->

14:46:48.20  14:47:05.77  14:47:23.35  14:47:40.92  14:47)58.50

L}

TITL3 (without object) W :E'z.oT
cceptable range:

+0.8f-DIURNAL 1 Failure points: 0%

+0.6F

+0.4F

+0.2

Mean | v =ss=a e il s e i .ff.f._l PN N T e

02
04k
06
-0.8F

e e e e et | 11|

14:48:18.00  14:48:3262  14:48:4725  14:.49.01.87

Database: d:\projects\ca06-192 mgre\gpolfield\mgre-gpo\M060907C-All.gdb
Line Name: L1 L2 L3

Page: 1




Equipment: Magnetometers
Grid/Location:

Static Calibration Test

Project: MGRC Geophysical Prove-out

® Outside range

Acceptable limits

AM test

Operator: Brian Hecker

Date: 2007/06/19

+0.LDIURNAL 1

+0.6
+0.4

+0.2

T

Mean—; =
0.2
04

-0.6p
-0.8

+TFC1 1 (without object)

-1 ————————— — — o — — Time

T “Mean-52.04]

Acceptable range: 1
Failure points: 0%

14:42:23.50 14:43:24.00

14:44:24 50

14:45:25.00 14:46§25.50

FTOTL2.1 (with object)

+1.4TDIURNAL_1
+1.2F

+1F
+0.8
+0.6
+0.4
+0.2

Mean: -44.1
Acceptable range: 1
Failure points: 0%

Mean
0.2
N4F
0.6
-0.8

K1S
-1.2
-1.4rF
-1.6 1

" Time->

14:46:48.20  14:47.05.77

14:47:23.35

14:47:4092 1447

*1TL3.1 (without object)
+0.81-DIURNAL_1

+0.6
+0.4

+0.2

0.2
04
06
0.8

-1 - - 1

Mean: -52.02
Acceptable range: 1
Failure points: 0%

Mean il i e i fmentmbiahen sl abu o it

" Time->

14:48:18.00  14:48:32.62

14:48:47.25

14:49.01.87

Line Name: L1.1 L2.1 L34

Database: d: \prolects\caoﬁ 192 mgrc\gpolfieldimgre-gpo\M0B0307C-All.gdb

Page: 1




Static Calibration Test

Project: MGRC Geophysical Prove-out AM test
Equipment: Magnetometers . Outside range Operator: Brian Hecker
Grid/Location: Acceptable limits Date: 2007/06/19

*ITL26 (without objecty Wear: -52.07
Acceptable range: 1
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Static Calibration Test

Project: MGRC Geophysical Prove-out
Equipment: Magnetometers
Grid/Location:

. Qutside range
Acceptable limits

AM test

Operator: Brian Hecker

Date: 2007/06/19

+1+L26.:1 (without object) Mean: -51.96
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-DIURNM'J Failure points: 0%
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